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ANALYTICAL REPORT
TestAmerica Laboratories, Inc.
TestAmerica Pleasanton
1220 Quarry Lane
Pleasanton, CA 94566
Tel: (925)484-1919

TestAmerica Job ID: 720-90277-1
Client Project/Site: TCC Cochrance Limited Phase II

For:
Haley & Aldrich, Inc.
2033 North Main Street
Suite 309
Walnut Creek, California 94596

Attn: Jason Grant

Authorized for release by:
12/19/2018 5:12:06 PM

Micah Smith, Project Manager II
(925)484-1919
micah.smith@testamericainc.com

This report has been electronically signed and authorized by the signatory. Electronic signature is
intended to be the legally binding equivalent of a traditionally handwritten signature.

Results relate only to the items tested and the sample(s) as received by the laboratory.
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Definitions/Glossary
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Qualifiers

GC Semi VOA

Qualifier Description

F1 MS and/or MSD Recovery is outside acceptance limits.

Qualifier

* LCS or LCSD  is outside acceptance limits.

p The %RPD between the primary and confirmation column/detector is >40%. The lower value has been reported.

Glossary

These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CFL Contains Free Liquid

CNF Contains No Free Liquid

DER Duplicate Error Ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL Detection Limit (DoD/DOE)

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision Level Concentration (Radiochemistry)

EDL Estimated Detection Limit (Dioxin)

LOD Limit of Detection (DoD/DOE)

LOQ Limit of Quantitation (DoD/DOE)

MDA Minimum Detectable Activity (Radiochemistry)

MDC Minimum Detectable Concentration (Radiochemistry)

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not Detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative Error Ratio (Radiochemistry)

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)
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Case Narrative
Client: Haley & Aldrich, Inc. TestAmerica Job ID: 720-90277-1
Project/Site: TCC Cochrance Limited Phase II

Job ID: 720-90277-1

Laboratory: TestAmerica Pleasanton

Narrative

Job Narrative
720-90277-1

Comments

No additional comments. 

Receipt 

The samples were received on 12/13/2018 8:33 AM; the samples arrived in good condition, properly preserved and, where required, on 

ice.  The temperatures of the 2 coolers at receipt time were 2.3º C and 2.8º C.

GC Semi VOA 
Method(s) 8081A: The matrix spike / matrix spike duplicate (MS/MSD) recoveries for preparation batch 720-256939 and analytical batch 

720-256957 were outside control limits.  Sample matrix interference and non-homogeneity are suspected  because the associated 

laboratory control sample (LCS) recovery was within acceptance limits.

Method(s) 8081A: The %RPD between the primary and confirmation column exceeded 40% for 4,4'-DDE for the following sample: 
HA-13-2.5 (720-90277-26).  The lower value(s) has been reported and qualified in accordance with the laboratory's SOP. 

Method(s) 8081A: The laboratory control sample (LCS) for preparation batch 720-256922 and analytical batch 720-257049 recovered 
outside control limits for the following analytes: Endrin aldehyde.  These analytes were biased high in the LCS and were not detected in 
the associated samples; therefore, the data have been reported.

Method(s) 8081A: The matrix spike / matrix spike duplicate (MS/MSD) recoveries for preparation batch 720-256922 and analytical batch 

720-257049 were outside control limits.  Sample matrix interference and non-homogeneity are suspected  because the associated 
laboratory control sample (LCS) recovery was within acceptance limits.

Method(s) 8081A: The matrix spike / matrix spike duplicate (MS/MSD) recoveries for preparation batch 720-256934 and analytical batch 

720-257049 were outside control limits.  Sample matrix interference and non-homogeneity are suspected  because the associated 
laboratory control sample (LCS) recovery was within acceptance limits.

Method(s) 8081A: The %RPD between the primary and confirmation column exceeded 40% for cis-Chlordane for the following sample: 
HA-15-0.5 (720-90277-29).  The lower value(s) has been reported and qualified in accordance with the laboratory's SOP. 

Method(s) 8081A: The continuing calibration verification (CCV) associated with batch 720-257049 recovered above the upper control limit 

for  Chlordane (technical). The samples associated with this CCV were non-detects for the affected analytes; therefore, the data have been 
reported.  The following samples are impacted: HA-01-0.5 (720-90277-1), HA-01-2.25 (720-90277-2), HA-02-0.5 (720-90277-3), HA-02-2.5 

(720-90277-4), HA-03-0.5 (720-90277-5), HA-03-2.5 (720-90277-6), HA-04-0.5 (720-90277-7), HA-15-0.5 (720-90277-29), HA-15-1.5 
(720-90277-30), HA-16-0.5 (720-90277-31), (MB 720-256922/1-A) and (MB 720-256934/1-A). 

Method(s) 8081A: The %RPD between the primary and confirmation column / detector exceeded 40% for cis-Chlordane and 

trans-Chlordane  for the following sample: HA-10-0.5 (720-90277-19).  The lower value(s) has been reported and qualified in accordance 

with the laboratory's SOP. 

Method(s) 8081A: The %RPD between the primary and confirmation column / detector exceeded 40% for 4,4'-DDE for the following 

sample: HA-10-2.5 (720-90277-20).  The lower value(s) has been reported and qualified in accordance with the laboratory's SOP. 

Method(s) 8081A: The laboratory control sample (LCS) for preparation batch 720-256922 and analytical batch 720-257118 recovered 
outside control limits for the following analytes: Endrin aldehyde.  These analytes were biased high in the LCS and were not detected in 

the associated samples; therefore, the data have been reported.

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

Metals 

Method(s) 6010B: The following samples were diluted due to the abundance of non-target analytes: HA-01-0.5 (720-90277-1), HA-02-0.5 

(720-90277-3), HA-02-2.5 (720-90277-4), HA-03-0.5 (720-90277-5), HA-03-2.5 (720-90277-6), HA-04-0.5 (720-90277-7), HA-04-2.5 
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Detection Summary
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Client Sample ID: HA-01-0.5 Lab Sample ID: 720-90277-1

4,4'-DDE

RL

2.0 ug/Kg

MDL

0.42

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1F13.0 8081A

Arsenic 3.3 mg/Kg0.28 Total/NA45.5 6010B

Client Sample ID: HA-01-2.25 Lab Sample ID: 720-90277-2

4,4'-DDE

RL

2.0 ug/Kg

MDL

0.42

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA12.6 8081A

Arsenic 3.5 mg/Kg0.30 Total/NA45.4 6010B

Client Sample ID: HA-02-0.5 Lab Sample ID: 720-90277-3

4,4'-DDT

RL

2.0 ug/Kg

MDL

0.41

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA12.2 8081A

4,4'-DDE 2.0 ug/Kg0.42 Total/NA111 8081A

Arsenic 3.4 mg/Kg0.29 Total/NA46.2 6010B

Client Sample ID: HA-02-2.5 Lab Sample ID: 720-90277-4

Arsenic

RL

3.3 mg/Kg

MDL

0.28

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA48.1 6010B

Client Sample ID: HA-03-0.5 Lab Sample ID: 720-90277-5

4,4'-DDE

RL

2.0 ug/Kg

MDL

0.42

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA16.1 8081A

Arsenic 3.4 mg/Kg0.29 Total/NA46.6 6010B

Client Sample ID: HA-03-2.5 Lab Sample ID: 720-90277-6

Arsenic

RL

2.5 mg/Kg

MDL

0.21

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA47.3 6010B

Client Sample ID: HA-04-0.5 Lab Sample ID: 720-90277-7

4,4'-DDE

RL

2.0 ug/Kg

MDL

0.42

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA14.3 8081A

Arsenic 3.0 mg/Kg0.25 Total/NA48.0 6010B

Client Sample ID: HA-04-2.5 Lab Sample ID: 720-90277-8

Arsenic

RL

3.1 mg/Kg

MDL

0.26

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA47.7 6010B

Client Sample ID: HA-05-0.5 Lab Sample ID: 720-90277-9

Arsenic

RL

3.3 mg/Kg

MDL

0.28

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA47.9 6010B

Client Sample ID: HA-05-2.5 Lab Sample ID: 720-90277-10

TestAmerica Pleasanton
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Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-1Client Sample ID: HA-01-0.5
Matrix: SolidDate Collected: 12/12/18 07:48

Date Received: 12/13/18 08:33

Method: 8081A - Organochlorine Pesticides (GC)
RL MDL

Aldrin ND 2.0 0.50 ug/Kg 12/13/18 13:35 12/15/18 18:26 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

2.0 0.59 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Dieldrin ND

2.0 0.63 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Endrin aldehyde ND F1 *

2.0 0.46 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Endrin ND

2.0 0.33 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Endrin ketone ND F1

2.0 0.46 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Heptachlor ND

2.0 0.35 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Heptachlor epoxide ND

2.0 0.41 ug/Kg 12/13/18 13:35 12/15/18 18:26 14,4'-DDT ND

2.0 0.42 ug/Kg 12/13/18 13:35 12/15/18 18:26 14,4'-DDE 3.0 F1

2.0 0.61 ug/Kg 12/13/18 13:35 12/15/18 18:26 14,4'-DDD ND F1

2.0 0.32 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Endosulfan I ND

2.0 0.49 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Endosulfan II ND

2.0 0.55 ug/Kg 12/13/18 13:35 12/15/18 18:26 1alpha-BHC ND

2.0 0.36 ug/Kg 12/13/18 13:35 12/15/18 18:26 1beta-BHC ND F1

2.0 0.63 ug/Kg 12/13/18 13:35 12/15/18 18:26 1gamma-BHC (Lindane) ND

2.0 0.44 ug/Kg 12/13/18 13:35 12/15/18 18:26 1delta-BHC ND

2.0 0.38 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Endosulfan sulfate ND F1

2.0 0.68 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Methoxychlor ND F1

40 6.8 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Toxaphene ND

40 3.2 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Chlordane (technical) ND

2.0 0.40 ug/Kg 12/13/18 13:35 12/15/18 18:26 1cis-Chlordane ND

2.0 0.46 ug/Kg 12/13/18 13:35 12/15/18 18:26 1trans-Chlordane ND

2.0 2.0 ug/Kg 12/13/18 13:35 12/15/18 18:26 1Hexachlorobenzene ND

Tetrachloro-m-xylene 88 21 - 145 12/13/18 13:35 12/15/18 18:26 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

DCB Decachlorobiphenyl 104 12/13/18 13:35 12/15/18 18:26 121 - 136

Method: 6010B - Metals (ICP)
RL MDL

Arsenic 5.5 3.3 0.28 mg/Kg 12/14/18 08:44 12/14/18 15:45 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

TestAmerica Pleasanton
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Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-7Client Sample ID: HA-04-0.5
Matrix: SolidDate Collected: 12/12/18 08:35

Date Received: 12/13/18 08:33

Method: 8081A - Organochlorine Pesticides (GC)
RL MDL

Aldrin ND 2.0 0.50 ug/Kg 12/13/18 13:35 12/15/18 22:04 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

2.0 0.59 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Dieldrin ND

2.0 0.63 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Endrin aldehyde ND *

2.0 0.46 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Endrin ND

2.0 0.33 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Endrin ketone ND

2.0 0.46 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Heptachlor ND

2.0 0.35 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Heptachlor epoxide ND

2.0 0.41 ug/Kg 12/13/18 13:35 12/15/18 22:04 14,4'-DDT ND

2.0 0.42 ug/Kg 12/13/18 13:35 12/15/18 22:04 14,4'-DDE 4.3

2.0 0.61 ug/Kg 12/13/18 13:35 12/15/18 22:04 14,4'-DDD ND

2.0 0.32 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Endosulfan I ND

2.0 0.49 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Endosulfan II ND

2.0 0.55 ug/Kg 12/13/18 13:35 12/15/18 22:04 1alpha-BHC ND

2.0 0.36 ug/Kg 12/13/18 13:35 12/15/18 22:04 1beta-BHC ND

2.0 0.63 ug/Kg 12/13/18 13:35 12/15/18 22:04 1gamma-BHC (Lindane) ND

2.0 0.44 ug/Kg 12/13/18 13:35 12/15/18 22:04 1delta-BHC ND

2.0 0.38 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Endosulfan sulfate ND

2.0 0.68 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Methoxychlor ND

40 6.8 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Toxaphene ND

40 3.2 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Chlordane (technical) ND

2.0 0.40 ug/Kg 12/13/18 13:35 12/15/18 22:04 1cis-Chlordane ND

2.0 0.46 ug/Kg 12/13/18 13:35 12/15/18 22:04 1trans-Chlordane ND

2.0 2.0 ug/Kg 12/13/18 13:35 12/15/18 22:04 1Hexachlorobenzene ND

Tetrachloro-m-xylene 83 21 - 145 12/13/18 13:35 12/15/18 22:04 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

DCB Decachlorobiphenyl 109 12/13/18 13:35 12/15/18 22:04 121 - 136

Method: 6010B - Metals (ICP)
RL MDL

Arsenic 8.0 3.0 0.25 mg/Kg 12/14/18 08:44 12/14/18 16:23 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-33Client Sample ID: HA-ST-01-0.5
Matrix: SolidDate Collected: 12/12/18 15:22

Date Received: 12/13/18 08:33

Method: 6010B - Metals (ICP)
RL MDL

Lead 32 1.4 0.30 mg/Kg 12/14/18 08:52 12/14/18 16:01 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

TestAmerica Pleasanton
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Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-34Client Sample ID: HA-ST-01-2.5
Matrix: SolidDate Collected: 12/12/18 15:26

Date Received: 12/13/18 08:33

Method: 6010B - Metals (ICP)
RL MDL

Lead 9.7 1.1 0.24 mg/Kg 12/14/18 08:52 12/14/18 16:06 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-35Client Sample ID: HA-ST-02-0.5
Matrix: SolidDate Collected: 12/12/18 15:40

Date Received: 12/13/18 08:33

Method: 6010B - Metals (ICP)
RL MDL

Lead 27 1.1 0.24 mg/Kg 12/14/18 08:52 12/14/18 16:20 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Page 45 of 92 12/19/2018

1

2

3

4

5

6

7

8

9

10

11

12

13

14

15



Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-36Client Sample ID: HA-ST-02-2.5
Matrix: SolidDate Collected: 12/12/18 15:47

Date Received: 12/13/18 08:33

Method: 6010B - Metals (ICP)
RL MDL

Lead 7.1 1.6 0.33 mg/Kg 12/14/18 08:52 12/14/18 16:25 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-37Client Sample ID: HA-ST-03-0.5
Matrix: SolidDate Collected: 12/12/18 16:12

Date Received: 12/13/18 08:33

Method: 6010B - Metals (ICP)
RL MDL

Lead 12 1.5 0.31 mg/Kg 12/14/18 08:52 12/14/18 16:30 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-38Client Sample ID: HA-ST-03-2.5
Matrix: SolidDate Collected: 12/12/18 16:18

Date Received: 12/13/18 08:33

Method: 6010B - Metals (ICP)
RL MDL

Lead 6.6 1.6 0.33 mg/Kg 12/14/18 08:52 12/14/18 16:35 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-39Client Sample ID: HA-ST-04-0.5
Matrix: SolidDate Collected: 12/12/18 15:53

Date Received: 12/13/18 08:33

Method: 6010B - Metals (ICP)
RL MDL

Lead 11 1.3 0.26 mg/Kg 12/14/18 08:52 12/14/18 16:40 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-40Client Sample ID: HA-ST-04-2.5
Matrix: SolidDate Collected: 12/12/18 15:56

Date Received: 12/13/18 08:33

Method: 6010B - Metals (ICP)
RL MDL

Lead 7.1 1.6 0.33 mg/Kg 12/14/18 08:52 12/14/18 16:44 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-41Client Sample ID: HA-ST-05-0.5
Matrix: SolidDate Collected: 12/12/18 16:00

Date Received: 12/13/18 08:33

Method: 6010B - Metals (ICP)
RL MDL

Lead 11 1.9 0.40 mg/Kg 12/14/18 08:44 12/14/18 17:32 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

TestAmerica Pleasanton

Page 51 of 92 12/19/2018

1

2

3

4

5

6

7

8

9

10

11

12

13

14

15



Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-42Client Sample ID: HA-ST-05-2.5
Matrix: SolidDate Collected: 12/12/18 16:08

Date Received: 12/13/18 08:33

Method: 6010B - Metals (ICP)
RL MDL

Lead 8.2 2.0 0.41 mg/Kg 12/14/18 08:44 12/14/18 17:37 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID: 720-90277-43Client Sample ID: HA-ST-06-0.5
Matrix: SolidDate Collected: 12/12/18 16:41

Date Received: 12/13/18 08:33

Method: 6010B - Metals (ICP)
RL MDL

Lead 41 1.7 0.36 mg/Kg 12/14/18 08:44 12/14/18 17:42 4

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Surrogate Summary
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC)
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (21-145) (21-136)

TCX2 DCBP2

88 104720-90277-1

Percent Surrogate Recovery (Acceptance Limits)

HA-01-0.5

98 126720-90277-1 MS HA-01-0.5

93 118720-90277-1 MSD HA-01-0.5

104 114720-90277-2 HA-01-2.25

93 115720-90277-3 HA-02-0.5

95 112720-90277-4 HA-02-2.5

92 119720-90277-5 HA-03-0.5

85 115720-90277-6 HA-03-2.5

83 109720-90277-7 HA-04-0.5

99 122720-90277-21 MS HA-11-0.5

104 117720-90277-21 MSD HA-11-0.5

85 110720-90277-24 MS HA-12-2.5

87 108720-90277-24 MSD HA-12-2.5

71 100720-90277-29 HA-15-0.5

75 93720-90277-30 HA-15-1.5

66 78720-90277-31 HA-16-0.5

94 127LCS 720-256922/2-A Lab Control Sample

100 128LCS 720-256934/2-A Lab Control Sample

99 124LCS 720-256939/2-A Lab Control Sample

99 120MB 720-256922/1-A Method Blank

93 115MB 720-256934/1-A Method Blank

Surrogate Legend

TCX = Tetrachloro-m-xylene

DCBP = DCB Decachlorobiphenyl

Method: 8081A - Organochlorine Pesticides (GC)
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (21-145) (21-136)

TCX1 DCBP2

92 103720-90277-10

Percent Surrogate Recovery (Acceptance Limits)

HA-05-2.5

93 98720-90277-11 HA-06-0.5

90 93720-90277-12 HA-06-2.5

93 98720-90277-13 HA-07-0.5

89 96720-90277-14 HA-07-2.5

87 92720-90277-15 HA-08-0.5

84 88720-90277-16 HA-08-2.0

82 86720-90277-17 HA-09-0.5

79 90720-90277-18 HA-09-2.5

96 112720-90277-21 HA-11-0.5

87 89720-90277-22 HA-11-2.5

74 89720-90277-23 HA-12-0.5

57 102720-90277-24 HA-12-2.5

76 95720-90277-25 HA-13-0.5

83 93720-90277-26 HA-13-2.5

85 84720-90277-27 HA-14-0.5

65 85720-90277-28 HA-14-2.5
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Surrogate Summary
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Surrogate Legend

TCX = Tetrachloro-m-xylene

DCBP = DCB Decachlorobiphenyl

Method: 8081A - Organochlorine Pesticides (GC)
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (21-145) (21-136)

TCX1 DCBP1

92 110720-90277-8

Percent Surrogate Recovery (Acceptance Limits)

HA-04-2.5

87 106720-90277-9 HA-05-0.5

82 84720-90277-19 HA-10-0.5

89 93720-90277-20 HA-10-2.5

92 112MB 720-256939/1-A Method Blank

Surrogate Legend

TCX = Tetrachloro-m-xylene

DCBP = DCB Decachlorobiphenyl

Method: 8081A - Organochlorine Pesticides (GC)
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (21-145) (21-136)

TCX2 DCBP1

89 100720-90277-32

Percent Surrogate Recovery (Acceptance Limits)

HA-16-2.5

86 119720-90277-32 MS HA-16-2.5

87 104720-90277-32 MSD HA-16-2.5

90 105LCS 720-257104/2-A Lab Control Sample

90 109MB 720-257104/1-A Method Blank

Surrogate Legend

TCX = Tetrachloro-m-xylene

DCBP = DCB Decachlorobiphenyl
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC)

Client Sample ID: Method BlankLab Sample ID: MB 720-256922/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256922

RL MDL

Aldrin ND 2.0 0.50 ug/Kg 12/13/18 13:35 12/15/18 16:45 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.592.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Dieldrin

ND 0.632.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Endrin aldehyde

ND 0.462.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Endrin

ND 0.332.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Endrin ketone

ND 0.462.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Heptachlor

ND 0.352.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Heptachlor epoxide

ND 0.412.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 14,4'-DDT

ND 0.422.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 14,4'-DDE

ND 0.612.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 14,4'-DDD

ND 0.322.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Endosulfan I

ND 0.492.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Endosulfan II

ND 0.552.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1alpha-BHC

ND 0.362.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1beta-BHC

ND 0.632.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1gamma-BHC (Lindane)

ND 0.442.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1delta-BHC

ND 0.382.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Endosulfan sulfate

ND 0.682.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Methoxychlor

ND 6.840 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Toxaphene

ND 3.240 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Chlordane (technical)

ND 0.402.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1cis-Chlordane

ND 0.462.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1trans-Chlordane

ND 2.02.0 ug/Kg 12/13/18 13:35 12/15/18 16:45 1Hexachlorobenzene

Tetrachloro-m-xylene 99 21 - 145 12/15/18 16:45 1

MB MB

Surrogate

12/13/18 13:35

Dil FacPrepared AnalyzedQualifier Limits%Recovery

120 12/13/18 13:35 12/15/18 16:45 1DCB Decachlorobiphenyl 21 - 136

Client Sample ID: Lab Control SampleLab Sample ID: LCS 720-256922/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256922

Aldrin 16.7 15.0 ug/Kg 90 65 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Dieldrin 16.7 18.3 ug/Kg 110 72 - 120

Endrin aldehyde 16.7 20.2 * ug/Kg 121 68 - 120

Endrin 16.7 18.7 ug/Kg 112 68 - 120

Endrin ketone 16.7 20.3 ug/Kg 122 75 - 136

Heptachlor 16.7 16.4 ug/Kg 99 69 - 120

Heptachlor epoxide 16.7 17.4 ug/Kg 104 68 - 120

4,4'-DDT 16.7 19.3 ug/Kg 116 63 - 127

4,4'-DDE 16.7 18.3 ug/Kg 110 76 - 126

4,4'-DDD 16.7 19.7 ug/Kg 118 75 - 128

Endosulfan I 16.7 18.3 ug/Kg 110 62 - 120

Endosulfan II 16.7 19.5 ug/Kg 117 65 - 120

alpha-BHC 16.7 13.0 ug/Kg 78 46 - 122

beta-BHC 16.7 17.8 ug/Kg 107 78 - 136

gamma-BHC (Lindane) 16.7 15.6 ug/Kg 94 72 - 120
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 720-256922/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256922

delta-BHC 16.7 13.3 ug/Kg 80 43 - 125

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Endosulfan sulfate 16.7 19.0 ug/Kg 114 72 - 121

Methoxychlor 16.7 21.2 ug/Kg 127 71 - 132

cis-Chlordane 16.7 17.9 ug/Kg 108 70 - 120

trans-Chlordane 16.7 17.6 ug/Kg 105 68 - 120

Tetrachloro-m-xylene 21 - 145

Surrogate

94

LCS LCS

Qualifier Limits%Recovery

127DCB Decachlorobiphenyl 21 - 136

Client Sample ID: HA-01-0.5Lab Sample ID: 720-90277-1 MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256922

Aldrin ND 16.6 16.8 ug/Kg 101 53 - 120

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Dieldrin ND 16.6 19.6 ug/Kg 118 46 - 130

Endrin aldehyde ND F1 * 16.6 20.5 F1 ug/Kg 123 40 - 120

Endrin ND 16.6 20.4 ug/Kg 123 32 - 143

Endrin ketone ND F1 16.6 21.4 F1 ug/Kg 129 40 - 120

Heptachlor ND 16.6 18.0 ug/Kg 108 52 - 120

Heptachlor epoxide ND 16.6 19.2 ug/Kg 116 40 - 120

4,4'-DDT ND 16.6 21.6 ug/Kg 123 17 - 144

4,4'-DDE 3.0 F1 16.6 23.3 F1 ug/Kg 122 40 - 120

4,4'-DDD ND F1 16.6 21.9 F1 ug/Kg 132 40 - 120

Endosulfan I ND 16.6 19.5 ug/Kg 118 40 - 120

Endosulfan II ND 16.6 19.6 ug/Kg 118 40 - 120

alpha-BHC ND 16.6 14.2 ug/Kg 86 40 - 120

beta-BHC ND F1 16.6 20.5 F1 ug/Kg 123 40 - 120

gamma-BHC (Lindane) ND 16.6 17.0 ug/Kg 102 58 - 120

delta-BHC ND 16.6 15.6 ug/Kg 94 40 - 120

Endosulfan sulfate ND F1 16.6 20.7 F1 ug/Kg 125 40 - 120

Methoxychlor ND F1 * 16.6 21.4 F1 ug/Kg 129 40 - 120

cis-Chlordane ND 16.6 19.5 ug/Kg 117 40 - 120

trans-Chlordane ND 16.6 19.2 ug/Kg 115 40 - 120

Tetrachloro-m-xylene 21 - 145

Surrogate

98

MS MS

Qualifier Limits%Recovery

126DCB Decachlorobiphenyl 21 - 136

Client Sample ID: HA-01-0.5Lab Sample ID: 720-90277-1 MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256922

Aldrin ND 16.6 15.7 ug/Kg 95 53 - 120 6 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Dieldrin ND 16.6 19.2 ug/Kg 116 46 - 130 2 20

Endrin aldehyde ND F1 * 16.6 19.5 ug/Kg 118 40 - 120 5 20
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC) (Continued)

Client Sample ID: HA-01-0.5Lab Sample ID: 720-90277-1 MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256922

Endrin ND 16.6 19.5 ug/Kg 118 32 - 143 4 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Endrin ketone ND F1 16.6 20.7 F1 ug/Kg 125 40 - 120 3 20

Heptachlor ND 16.6 17.1 ug/Kg 103 52 - 120 5 20

Heptachlor epoxide ND 16.6 18.4 ug/Kg 111 40 - 120 4 20

4,4'-DDT ND 16.6 20.3 ug/Kg 115 17 - 144 6 20

4,4'-DDE 3.0 F1 16.6 23.2 F1 ug/Kg 122 40 - 120 0 20

4,4'-DDD ND F1 16.6 21.7 F1 ug/Kg 131 40 - 120 1 20

Endosulfan I ND 16.6 18.7 ug/Kg 113 40 - 120 4 20

Endosulfan II ND 16.6 19.3 ug/Kg 116 40 - 120 2 30

alpha-BHC ND 16.6 13.7 ug/Kg 83 40 - 120 4 20

beta-BHC ND F1 16.6 20.0 ug/Kg 120 40 - 120 2 20

gamma-BHC (Lindane) ND 16.6 16.3 ug/Kg 98 58 - 120 4 20

delta-BHC ND 16.6 15.3 ug/Kg 92 40 - 120 2 20

Endosulfan sulfate ND F1 16.6 19.5 ug/Kg 117 40 - 120 6 20

Methoxychlor ND F1 * 16.6 19.1 ug/Kg 115 40 - 120 11 20

cis-Chlordane ND 16.6 18.7 ug/Kg 112 40 - 120 4 20

trans-Chlordane ND 16.6 18.8 ug/Kg 113 40 - 120 2 20

Tetrachloro-m-xylene 21 - 145

Surrogate

93

MSD MSD

Qualifier Limits%Recovery

118DCB Decachlorobiphenyl 21 - 136

Client Sample ID: Method BlankLab Sample ID: MB 720-256934/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256934

RL MDL

Aldrin ND 2.0 0.50 ug/Kg 12/13/18 14:54 12/15/18 17:19 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.592.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Dieldrin

ND 0.632.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Endrin aldehyde

ND 0.462.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Endrin

ND 0.332.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Endrin ketone

ND 0.462.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Heptachlor

ND 0.352.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Heptachlor epoxide

ND 0.412.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 14,4'-DDT

ND 0.422.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 14,4'-DDE

ND 0.612.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 14,4'-DDD

ND 0.322.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Endosulfan I

ND 0.492.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Endosulfan II

ND 0.552.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1alpha-BHC

ND 0.362.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1beta-BHC

ND 0.632.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1gamma-BHC (Lindane)

ND 0.442.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1delta-BHC

ND 0.382.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Endosulfan sulfate

ND 0.682.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Methoxychlor

ND 6.840 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Toxaphene

ND 3.240 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Chlordane (technical)

ND 0.402.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1cis-Chlordane
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 720-256934/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256934

RL MDL

trans-Chlordane ND 2.0 0.46 ug/Kg 12/13/18 14:54 12/15/18 17:19 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 2.02.0 ug/Kg 12/13/18 14:54 12/15/18 17:19 1Hexachlorobenzene

Tetrachloro-m-xylene 93 21 - 145 12/15/18 17:19 1

MB MB

Surrogate

12/13/18 14:54

Dil FacPrepared AnalyzedQualifier Limits%Recovery

115 12/13/18 14:54 12/15/18 17:19 1DCB Decachlorobiphenyl 21 - 136

Client Sample ID: Lab Control SampleLab Sample ID: LCS 720-256934/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256934

Aldrin 16.7 16.3 ug/Kg 98 65 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Dieldrin 16.7 19.1 ug/Kg 115 72 - 120

Endrin aldehyde 16.7 19.4 ug/Kg 116 68 - 120

Endrin 16.7 18.9 ug/Kg 113 68 - 120

Endrin ketone 16.7 20.4 ug/Kg 122 75 - 136

Heptachlor 16.7 17.3 ug/Kg 104 69 - 120

Heptachlor epoxide 16.7 18.1 ug/Kg 109 68 - 120

4,4'-DDT 16.7 19.7 ug/Kg 118 63 - 127

4,4'-DDE 16.7 18.9 ug/Kg 114 76 - 126

4,4'-DDD 16.7 19.8 ug/Kg 119 75 - 128

Endosulfan I 16.7 19.0 ug/Kg 114 62 - 120

Endosulfan II 16.7 19.7 ug/Kg 118 65 - 120

alpha-BHC 16.7 13.8 ug/Kg 83 46 - 122

beta-BHC 16.7 18.5 ug/Kg 111 78 - 136

gamma-BHC (Lindane) 16.7 16.5 ug/Kg 99 72 - 120

delta-BHC 16.7 13.7 ug/Kg 82 43 - 125

Endosulfan sulfate 16.7 19.2 ug/Kg 115 72 - 121

Methoxychlor 16.7 21.0 ug/Kg 126 71 - 132

cis-Chlordane 16.7 18.6 ug/Kg 112 70 - 120

trans-Chlordane 16.7 18.3 ug/Kg 110 68 - 120

Tetrachloro-m-xylene 21 - 145

Surrogate

100

LCS LCS

Qualifier Limits%Recovery

128DCB Decachlorobiphenyl 21 - 136

Client Sample ID: HA-12-2.5Lab Sample ID: 720-90277-24 MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256934

Aldrin ND 16.6 14.7 ug/Kg 89 53 - 120

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Dieldrin ND 16.6 18.0 ug/Kg 108 46 - 130

Endrin aldehyde ND F1 16.6 20.3 F1 ug/Kg 122 40 - 120

Endrin ND 16.6 18.4 ug/Kg 111 32 - 143

Endrin ketone ND 16.6 17.8 ug/Kg 107 40 - 120

Heptachlor ND 16.6 15.5 ug/Kg 93 52 - 120
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC) (Continued)

Client Sample ID: HA-12-2.5Lab Sample ID: 720-90277-24 MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256934

Heptachlor epoxide ND 16.6 17.1 ug/Kg 103 40 - 120

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

4,4'-DDT ND 16.6 15.2 ug/Kg 91 17 - 144

4,4'-DDE ND 16.6 19.2 ug/Kg 112 40 - 120

4,4'-DDD ND F1 16.6 22.4 F1 ug/Kg 134 40 - 120

Endosulfan I ND 16.6 18.0 ug/Kg 108 40 - 120

Endosulfan II ND 16.6 18.8 ug/Kg 113 40 - 120

alpha-BHC ND 16.6 12.8 ug/Kg 77 40 - 120

beta-BHC ND 16.6 19.8 ug/Kg 119 40 - 120

gamma-BHC (Lindane) ND 16.6 15.5 ug/Kg 93 58 - 120

delta-BHC ND 16.6 14.9 ug/Kg 90 40 - 120

Endosulfan sulfate ND 16.6 18.4 ug/Kg 111 40 - 120

Methoxychlor ND 16.6 16.2 ug/Kg 98 40 - 120

cis-Chlordane ND 16.6 17.8 ug/Kg 107 40 - 120

trans-Chlordane ND 16.6 17.7 ug/Kg 106 40 - 120

Tetrachloro-m-xylene 21 - 145

Surrogate

85

MS MS

Qualifier Limits%Recovery

110DCB Decachlorobiphenyl 21 - 136

Client Sample ID: HA-12-2.5Lab Sample ID: 720-90277-24 MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256934

Aldrin ND 16.6 15.0 ug/Kg 90 53 - 120 1 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Dieldrin ND 16.6 16.9 ug/Kg 102 46 - 130 6 20

Endrin aldehyde ND F1 16.6 19.3 ug/Kg 116 40 - 120 5 20

Endrin ND 16.6 16.9 ug/Kg 102 32 - 143 9 20

Endrin ketone ND 16.6 16.3 ug/Kg 98 40 - 120 9 20

Heptachlor ND 16.6 15.0 ug/Kg 90 52 - 120 3 20

Heptachlor epoxide ND 16.6 17.0 ug/Kg 102 40 - 120 1 20

4,4'-DDT ND 16.6 15.0 ug/Kg 90 17 - 144 2 20

4,4'-DDE ND 16.6 18.2 ug/Kg 106 40 - 120 5 20

4,4'-DDD ND F1 16.6 20.3 F1 ug/Kg 122 40 - 120 10 20

Endosulfan I ND 16.6 17.1 ug/Kg 103 40 - 120 5 20

Endosulfan II ND 16.6 16.9 ug/Kg 102 40 - 120 11 30

alpha-BHC ND 16.6 12.7 ug/Kg 77 40 - 120 1 20

beta-BHC ND 16.6 18.3 ug/Kg 110 40 - 120 8 20

gamma-BHC (Lindane) ND 16.6 15.1 ug/Kg 91 58 - 120 2 20

delta-BHC ND 16.6 14.9 ug/Kg 90 40 - 120 0 20

Endosulfan sulfate ND 16.6 17.6 ug/Kg 106 40 - 120 4 20

Methoxychlor ND 16.6 15.3 ug/Kg 92 40 - 120 6 20

cis-Chlordane ND 16.6 17.0 ug/Kg 102 40 - 120 5 20

trans-Chlordane ND 16.6 17.0 ug/Kg 102 40 - 120 4 20

Tetrachloro-m-xylene 21 - 145

Surrogate

87

MSD MSD

Qualifier Limits%Recovery
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC) (Continued)

Client Sample ID: HA-12-2.5Lab Sample ID: 720-90277-24 MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257049 Prep Batch: 256934

DCB Decachlorobiphenyl 21 - 136

Surrogate

108

MSD MSD

Qualifier Limits%Recovery

Client Sample ID: Method BlankLab Sample ID: MB 720-256939/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 256957 Prep Batch: 256939

RL MDL

Aldrin ND 2.0 0.50 ug/Kg 12/13/18 15:21 12/14/18 14:43 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.592.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Dieldrin

ND 0.632.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Endrin aldehyde

ND 0.462.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Endrin

ND 0.332.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Endrin ketone

ND 0.462.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Heptachlor

ND 0.352.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Heptachlor epoxide

ND 0.412.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 14,4'-DDT

ND 0.422.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 14,4'-DDE

ND 0.612.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 14,4'-DDD

ND 0.322.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Endosulfan I

ND 0.492.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Endosulfan II

ND 0.552.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1alpha-BHC

ND 0.362.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1beta-BHC

ND 0.632.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1gamma-BHC (Lindane)

ND 0.442.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1delta-BHC

ND 0.382.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Endosulfan sulfate

ND 0.682.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Methoxychlor

ND 6.840 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Toxaphene

ND 3.240 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Chlordane (technical)

ND 0.402.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1cis-Chlordane

ND 0.462.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1trans-Chlordane

ND 2.02.0 ug/Kg 12/13/18 15:21 12/14/18 14:43 1Hexachlorobenzene

Tetrachloro-m-xylene 92 21 - 145 12/14/18 14:43 1

MB MB

Surrogate

12/13/18 15:21

Dil FacPrepared AnalyzedQualifier Limits%Recovery

112 12/13/18 15:21 12/14/18 14:43 1DCB Decachlorobiphenyl 21 - 136

Client Sample ID: Lab Control SampleLab Sample ID: LCS 720-256939/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 256957 Prep Batch: 256939

Aldrin 16.7 16.8 ug/Kg 101 65 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Dieldrin 16.7 18.1 ug/Kg 109 72 - 120

Endrin aldehyde 16.7 19.9 ug/Kg 119 68 - 120

Endrin 16.7 19.1 ug/Kg 114 68 - 120

Endrin ketone 16.7 19.7 ug/Kg 118 75 - 136

Heptachlor 16.7 17.2 ug/Kg 103 69 - 120

Heptachlor epoxide 16.7 18.1 ug/Kg 108 68 - 120

4,4'-DDT 16.7 18.1 ug/Kg 109 63 - 127
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 720-256939/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 256957 Prep Batch: 256939

4,4'-DDE 16.7 19.0 ug/Kg 114 76 - 126

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

4,4'-DDD 16.7 19.5 ug/Kg 117 75 - 128

Endosulfan I 16.7 18.4 ug/Kg 111 62 - 120

Endosulfan II 16.7 19.3 ug/Kg 116 65 - 120

alpha-BHC 16.7 13.6 ug/Kg 82 46 - 122

beta-BHC 16.7 19.3 ug/Kg 116 78 - 136

gamma-BHC (Lindane) 16.7 16.8 ug/Kg 101 72 - 120

delta-BHC 16.7 14.7 ug/Kg 88 43 - 125

Endosulfan sulfate 16.7 18.6 ug/Kg 111 72 - 121

Methoxychlor 16.7 20.0 ug/Kg 120 71 - 132

cis-Chlordane 16.7 18.5 ug/Kg 111 70 - 120

trans-Chlordane 16.7 18.2 ug/Kg 109 68 - 120

Tetrachloro-m-xylene 21 - 145

Surrogate

99

LCS LCS

Qualifier Limits%Recovery

124DCB Decachlorobiphenyl 21 - 136

Client Sample ID: HA-11-0.5Lab Sample ID: 720-90277-21 MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 256957 Prep Batch: 256939

Aldrin ND 16.7 17.0 ug/Kg 102 53 - 120

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Dieldrin ND 16.7 18.1 ug/Kg 109 46 - 130

Endrin aldehyde ND F1 * 16.7 20.3 F1 ug/Kg 122 40 - 120

Endrin ND 16.7 19.4 ug/Kg 117 32 - 143

Endrin ketone ND 16.7 18.1 ug/Kg 109 40 - 120

Heptachlor ND 16.7 17.8 ug/Kg 107 52 - 120

Heptachlor epoxide ND 16.7 18.2 ug/Kg 109 40 - 120

4,4'-DDT 3.5 16.7 20.7 ug/Kg 103 17 - 144

4,4'-DDE 3.5 16.7 22.9 ug/Kg 117 40 - 120

4,4'-DDD ND F1 16.7 19.5 ug/Kg 117 40 - 120

Endosulfan I ND 16.7 18.5 ug/Kg 111 40 - 120

Endosulfan II ND 16.7 18.2 ug/Kg 109 40 - 120

alpha-BHC ND 16.7 14.2 ug/Kg 85 40 - 120

beta-BHC ND F1 16.7 20.1 F1 ug/Kg 121 40 - 120

gamma-BHC (Lindane) ND 16.7 17.6 ug/Kg 106 58 - 120

delta-BHC ND 16.7 15.5 ug/Kg 93 40 - 120

Endosulfan sulfate ND 16.7 17.5 ug/Kg 105 40 - 120

Methoxychlor ND F1 16.7 19.3 ug/Kg 116 40 - 120

cis-Chlordane ND 16.7 18.8 ug/Kg 113 40 - 120

trans-Chlordane ND 16.7 18.4 ug/Kg 111 40 - 120

Tetrachloro-m-xylene 21 - 145

Surrogate

99

MS MS

Qualifier Limits%Recovery

122DCB Decachlorobiphenyl 21 - 136
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC) (Continued)

Client Sample ID: HA-11-0.5Lab Sample ID: 720-90277-21 MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 256957 Prep Batch: 256939

Aldrin ND 16.6 16.5 ug/Kg 99 53 - 120 3 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Dieldrin ND 16.6 18.2 ug/Kg 109 46 - 130 1 20

Endrin aldehyde ND F1 * 16.6 19.2 ug/Kg 116 40 - 120 6 20

Endrin ND 16.6 19.2 ug/Kg 116 32 - 143 1 20

Endrin ketone ND 16.6 19.5 ug/Kg 117 40 - 120 7 20

Heptachlor ND 16.6 17.2 ug/Kg 103 52 - 120 3 20

Heptachlor epoxide ND 16.6 18.0 ug/Kg 108 40 - 120 1 20

4,4'-DDT 3.5 16.6 21.3 ug/Kg 107 17 - 144 3 20

4,4'-DDE 3.5 16.6 23.0 ug/Kg 118 40 - 120 0 20

4,4'-DDD ND F1 16.6 19.4 ug/Kg 117 40 - 120 0 20

Endosulfan I ND 16.6 18.1 ug/Kg 109 40 - 120 2 20

Endosulfan II ND 16.6 18.8 ug/Kg 113 40 - 120 3 30

alpha-BHC ND 16.6 14.2 ug/Kg 85 40 - 120 0 20

beta-BHC ND F1 16.6 19.2 ug/Kg 116 40 - 120 5 20

gamma-BHC (Lindane) ND 16.6 17.1 ug/Kg 103 58 - 120 3 20

delta-BHC ND 16.6 14.9 ug/Kg 90 40 - 120 4 20

Endosulfan sulfate ND 16.6 18.2 ug/Kg 110 40 - 120 4 20

Methoxychlor ND F1 16.6 20.4 F1 ug/Kg 122 40 - 120 5 20

cis-Chlordane ND 16.6 18.4 ug/Kg 111 40 - 120 2 20

trans-Chlordane ND 16.6 18.5 ug/Kg 111 40 - 120 0 20

Tetrachloro-m-xylene 21 - 145

Surrogate

104

MSD MSD

Qualifier Limits%Recovery

117DCB Decachlorobiphenyl 21 - 136

Client Sample ID: Method BlankLab Sample ID: MB 720-257104/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257171 Prep Batch: 257104

RL MDL

Aldrin ND 2.0 0.50 ug/Kg 12/17/18 15:28 12/18/18 18:30 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.592.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Dieldrin

ND 0.632.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Endrin aldehyde

ND 0.462.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Endrin

ND 0.332.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Endrin ketone

ND 0.462.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Heptachlor

ND 0.352.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Heptachlor epoxide

ND 0.412.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 14,4'-DDT

ND 0.422.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 14,4'-DDE

ND 0.612.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 14,4'-DDD

ND 0.322.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Endosulfan I

ND 0.492.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Endosulfan II

ND 0.552.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1alpha-BHC

ND 0.362.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1beta-BHC

ND 0.632.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1gamma-BHC (Lindane)

ND 0.442.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1delta-BHC

ND 0.382.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Endosulfan sulfate

ND 0.682.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Methoxychlor
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 720-257104/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257171 Prep Batch: 257104

RL MDL

Toxaphene ND 40 6.8 ug/Kg 12/17/18 15:28 12/18/18 18:30 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 3.240 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Chlordane (technical)

ND 0.402.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1cis-Chlordane

ND 0.462.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1trans-Chlordane

ND 2.02.0 ug/Kg 12/17/18 15:28 12/18/18 18:30 1Hexachlorobenzene

Tetrachloro-m-xylene 90 21 - 145 12/18/18 18:30 1

MB MB

Surrogate

12/17/18 15:28

Dil FacPrepared AnalyzedQualifier Limits%Recovery

109 12/17/18 15:28 12/18/18 18:30 1DCB Decachlorobiphenyl 21 - 136

Client Sample ID: Lab Control SampleLab Sample ID: LCS 720-257104/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257171 Prep Batch: 257104

Aldrin 16.7 14.8 ug/Kg 89 65 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Dieldrin 16.7 15.7 ug/Kg 94 72 - 120

Endrin aldehyde 16.7 17.3 ug/Kg 104 68 - 120

Endrin 16.7 15.7 ug/Kg 94 68 - 120

Endrin ketone 16.7 16.6 ug/Kg 100 75 - 136

Heptachlor 16.7 14.9 ug/Kg 89 69 - 120

Heptachlor epoxide 16.7 15.6 ug/Kg 93 68 - 120

4,4'-DDT 16.7 15.8 ug/Kg 95 63 - 127

4,4'-DDE 16.7 15.8 ug/Kg 95 76 - 126

4,4'-DDD 16.7 15.9 ug/Kg 95 75 - 128

Endosulfan I 16.7 15.7 ug/Kg 94 62 - 120

Endosulfan II 16.7 16.2 ug/Kg 97 65 - 120

alpha-BHC 16.7 12.1 ug/Kg 72 46 - 122

beta-BHC 16.7 15.8 ug/Kg 95 78 - 136

gamma-BHC (Lindane) 16.7 14.6 ug/Kg 88 72 - 120

delta-BHC 16.7 12.9 ug/Kg 77 43 - 125

Endosulfan sulfate 16.7 15.9 ug/Kg 95 72 - 121

Methoxychlor 16.7 16.8 ug/Kg 101 71 - 132

cis-Chlordane 16.7 15.8 ug/Kg 95 70 - 120

trans-Chlordane 16.7 15.5 ug/Kg 93 68 - 120

Tetrachloro-m-xylene 21 - 145

Surrogate

90

LCS LCS

Qualifier Limits%Recovery

105DCB Decachlorobiphenyl 21 - 136

Client Sample ID: HA-16-2.5Lab Sample ID: 720-90277-32 MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257171 Prep Batch: 257104

Aldrin ND 16.6 13.9 ug/Kg 84 53 - 120

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Dieldrin ND 16.6 15.5 ug/Kg 93 46 - 130

Endrin aldehyde ND 16.6 16.6 ug/Kg 100 40 - 120
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC) (Continued)

Client Sample ID: HA-16-2.5Lab Sample ID: 720-90277-32 MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257171 Prep Batch: 257104

Endrin ND 16.6 15.6 ug/Kg 94 32 - 143

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Endrin ketone ND 16.6 17.5 ug/Kg 105 40 - 120

Heptachlor ND 16.6 14.0 ug/Kg 84 52 - 120

Heptachlor epoxide ND 16.6 14.4 ug/Kg 87 40 - 120

4,4'-DDT ND 16.6 16.7 ug/Kg 96 17 - 144

4,4'-DDE 3.7 16.6 20.2 ug/Kg 99 40 - 120

4,4'-DDD ND 16.6 16.1 ug/Kg 97 40 - 120

Endosulfan I ND 16.6 15.1 ug/Kg 91 40 - 120

Endosulfan II ND 16.6 16.0 ug/Kg 96 40 - 120

alpha-BHC ND 16.6 11.7 ug/Kg 70 40 - 120

beta-BHC ND 16.6 15.9 ug/Kg 96 40 - 120

gamma-BHC (Lindane) ND 16.6 13.7 ug/Kg 83 58 - 120

delta-BHC ND 16.6 12.6 ug/Kg 76 40 - 120

Endosulfan sulfate ND 16.6 16.1 ug/Kg 96 40 - 120

Methoxychlor ND 16.6 18.4 ug/Kg 111 40 - 120

cis-Chlordane ND 16.6 15.3 ug/Kg 92 40 - 120

trans-Chlordane ND 16.6 15.1 ug/Kg 91 40 - 120

Tetrachloro-m-xylene 21 - 145

Surrogate

86

MS MS

Qualifier Limits%Recovery

119DCB Decachlorobiphenyl 21 - 136

Client Sample ID: HA-16-2.5Lab Sample ID: 720-90277-32 MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257171 Prep Batch: 257104

Aldrin ND 16.7 14.1 ug/Kg 85 53 - 120 1 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Dieldrin ND 16.7 15.2 ug/Kg 91 46 - 130 2 20

Endrin aldehyde ND 16.7 16.0 ug/Kg 96 40 - 120 4 20

Endrin ND 16.7 15.4 ug/Kg 93 32 - 143 1 20

Endrin ketone ND 16.7 16.8 ug/Kg 101 40 - 120 4 20

Heptachlor ND 16.7 14.2 ug/Kg 85 52 - 120 1 20

Heptachlor epoxide ND 16.7 14.8 ug/Kg 89 40 - 120 2 20

4,4'-DDT ND 16.7 16.1 ug/Kg 91 17 - 144 4 20

4,4'-DDE 3.7 16.7 20.9 ug/Kg 103 40 - 120 3 20

4,4'-DDD ND 16.7 15.7 ug/Kg 94 40 - 120 3 20

Endosulfan I ND 16.7 14.9 ug/Kg 89 40 - 120 1 20

Endosulfan II ND 16.7 15.5 ug/Kg 93 40 - 120 3 30

alpha-BHC ND 16.7 11.9 ug/Kg 71 40 - 120 2 20

beta-BHC ND 16.7 15.8 ug/Kg 95 40 - 120 1 20

gamma-BHC (Lindane) ND 16.7 14.0 ug/Kg 84 58 - 120 2 20

delta-BHC ND 16.7 12.5 ug/Kg 75 40 - 120 1 20

Endosulfan sulfate ND 16.7 15.5 ug/Kg 93 40 - 120 3 20

Methoxychlor ND 16.7 17.5 ug/Kg 105 40 - 120 5 20

cis-Chlordane ND 16.7 15.1 ug/Kg 91 40 - 120 1 20

trans-Chlordane ND 16.7 14.9 ug/Kg 90 40 - 120 1 20
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 8081A - Organochlorine Pesticides (GC) (Continued)

Client Sample ID: HA-16-2.5Lab Sample ID: 720-90277-32 MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257171 Prep Batch: 257104

Tetrachloro-m-xylene 21 - 145

Surrogate

87

MSD MSD

Qualifier Limits%Recovery

104DCB Decachlorobiphenyl 21 - 136

Method: 6010B - Metals (ICP)

Client Sample ID: Method BlankLab Sample ID: MB 720-256916/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257075 Prep Batch: 256916

RL MDL

Arsenic ND 1.0 0.085 mg/Kg 12/14/18 08:44 12/14/18 15:18 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 720-256916/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257075 Prep Batch: 256916

Arsenic 50.0 43.8 mg/Kg 88 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: HA-01-0.5Lab Sample ID: 720-90277-1 MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257075 Prep Batch: 256916

Arsenic 5.5 41.3 42.3 mg/Kg 89 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Client Sample ID: HA-01-0.5Lab Sample ID: 720-90277-1 MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257075 Prep Batch: 256916

Arsenic 5.5 41.3 42.1 mg/Kg 89 75 - 125 0 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Client Sample ID: Method BlankLab Sample ID: MB 720-256931/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257039 Prep Batch: 256931

RL MDL

Arsenic ND 1.0 0.085 mg/Kg 12/14/18 08:52 12/14/18 14:14 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.110.50 mg/Kg 12/14/18 08:52 12/14/18 14:14 1Lead

Client Sample ID: Lab Control SampleLab Sample ID: LCS 720-256931/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257039 Prep Batch: 256931

Arsenic 50.0 52.2 mg/Kg 104 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Lead 50.0 52.1 mg/Kg 104 80 - 120
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QC Sample Results
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method: 6010B - Metals (ICP) (Continued)

Client Sample ID: HA-11-0.5Lab Sample ID: 720-90277-21 MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257039 Prep Batch: 256931

Arsenic 6.4 43.5 48.3 mg/Kg 96 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Lead 11 43.5 53.6 mg/Kg 99 75 - 125

Client Sample ID: HA-11-0.5Lab Sample ID: 720-90277-21 MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257039 Prep Batch: 256931

Arsenic 6.4 43.1 48.1 mg/Kg 97 75 - 125 1 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Lead 11 43.1 53.9 mg/Kg 100 75 - 125 1 20

Client Sample ID: Method BlankLab Sample ID: MB 720-256945/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257040 Prep Batch: 256945

RL MDL

Lead ND 0.50 0.11 mg/Kg 12/14/18 08:44 12/14/18 16:49 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 720-256945/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 257040 Prep Batch: 256945

Lead 50.0 50.8 mg/Kg 102 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits
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QC Association Summary
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

GC Semi VOA

Prep Batch: 256922

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 3546720-90277-1 HA-01-0.5 Total/NA

Solid 3546720-90277-2 HA-01-2.25 Total/NA

Solid 3546720-90277-3 HA-02-0.5 Total/NA

Solid 3546720-90277-4 HA-02-2.5 Total/NA

Solid 3546720-90277-5 HA-03-0.5 Total/NA

Solid 3546720-90277-6 HA-03-2.5 Total/NA

Solid 3546720-90277-7 HA-04-0.5 Total/NA

Solid 3546720-90277-8 HA-04-2.5 Total/NA

Solid 3546720-90277-9 HA-05-0.5 Total/NA

Solid 3546720-90277-10 HA-05-2.5 Total/NA

Solid 3546720-90277-11 HA-06-0.5 Total/NA

Solid 3546720-90277-12 HA-06-2.5 Total/NA

Solid 3546720-90277-13 HA-07-0.5 Total/NA

Solid 3546720-90277-14 HA-07-2.5 Total/NA

Solid 3546720-90277-15 HA-08-0.5 Total/NA

Solid 3546720-90277-16 HA-08-2.0 Total/NA

Solid 3546720-90277-17 HA-09-0.5 Total/NA

Solid 3546720-90277-18 HA-09-2.5 Total/NA

Solid 3546720-90277-19 HA-10-0.5 Total/NA

Solid 3546720-90277-20 HA-10-2.5 Total/NA

Solid 3546MB 720-256922/1-A Method Blank Total/NA

Solid 3546LCS 720-256922/2-A Lab Control Sample Total/NA

Solid 3546720-90277-1 MS HA-01-0.5 Total/NA

Solid 3546720-90277-1 MSD HA-01-0.5 Total/NA

Prep Batch: 256934

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 3546MB 720-256934/1-A Method Blank Total/NA

Solid 3546LCS 720-256934/2-A Lab Control Sample Total/NA

Solid 3546720-90277-24 MS HA-12-2.5 Total/NA

Solid 3546720-90277-24 MSD HA-12-2.5 Total/NA

Prep Batch: 256939

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 3546720-90277-21 HA-11-0.5 Total/NA

Solid 3546720-90277-22 HA-11-2.5 Total/NA

Solid 3546720-90277-23 HA-12-0.5 Total/NA

Solid 3546720-90277-24 HA-12-2.5 Total/NA

Solid 3546720-90277-25 HA-13-0.5 Total/NA

Solid 3546720-90277-26 HA-13-2.5 Total/NA

Solid 3546720-90277-27 HA-14-0.5 Total/NA

Solid 3546720-90277-28 HA-14-2.5 Total/NA

Solid 3546720-90277-29 HA-15-0.5 Total/NA

Solid 3546720-90277-30 HA-15-1.5 Total/NA

Solid 3546720-90277-31 HA-16-0.5 Total/NA

Solid 3546MB 720-256939/1-A Method Blank Total/NA

Solid 3546LCS 720-256939/2-A Lab Control Sample Total/NA

Solid 3546720-90277-21 MS HA-11-0.5 Total/NA

Solid 3546720-90277-21 MSD HA-11-0.5 Total/NA
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Lab Chronicle
Client: Haley & Aldrich, Inc. TestAmerica Job ID: 720-90277-1
Project/Site: TCC Cochrance Limited Phase II

Client Sample ID: HA-01-0.5 Lab Sample ID: 720-90277-1
Matrix: SolidDate Collected: 12/12/18 07:48

Date Received: 12/13/18 08:33

Prep 3546 12/13/18 13:35 RAR256922 TAL PLS

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8081A 1 257049 12/15/18 18:26 JZT TAL PLSTotal/NA

Prep 3050B 256916 12/14/18 08:44 SUN TAL PLSTotal/NA

Analysis 6010B 4 257075 12/14/18 15:45 OBI TAL PLSTotal/NA

Client Sample ID: HA-01-2.25 Lab Sample ID: 720-90277-2
Matrix: SolidDate Collected: 12/12/18 08:01

Date Received: 12/13/18 08:33

Prep 3546 12/13/18 13:35 RAR256922 TAL PLS

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8081A 1 257049 12/15/18 20:40 JZT TAL PLSTotal/NA

Prep 3050B 256916 12/14/18 08:44 SUN TAL PLSTotal/NA

Analysis 6010B 4 257075 12/14/18 15:50 OBI TAL PLSTotal/NA

Client Sample ID: HA-02-0.5 Lab Sample ID: 720-90277-3
Matrix: SolidDate Collected: 12/12/18 08:08

Date Received: 12/13/18 08:33

Prep 3546 12/13/18 13:35 RAR256922 TAL PLS

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8081A 1 257049 12/15/18 20:57 JZT TAL PLSTotal/NA

Prep 3050B 256916 12/14/18 08:44 SUN TAL PLSTotal/NA

Analysis 6010B 4 257075 12/14/18 15:55 OBI TAL PLSTotal/NA

Client Sample ID: HA-02-2.5 Lab Sample ID: 720-90277-4
Matrix: SolidDate Collected: 12/12/18 08:12

Date Received: 12/13/18 08:33

Prep 3546 12/13/18 13:35 RAR256922 TAL PLS

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8081A 1 257049 12/15/18 21:13 JZT TAL PLSTotal/NA

Prep 3050B 256916 12/14/18 08:44 SUN TAL PLSTotal/NA

Analysis 6010B 4 257075 12/14/18 15:59 OBI TAL PLSTotal/NA

Client Sample ID: HA-03-0.5 Lab Sample ID: 720-90277-5
Matrix: SolidDate Collected: 12/12/18 08:20

Date Received: 12/13/18 08:33

Prep 3546 12/13/18 13:35 RAR256922 TAL PLS

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8081A 1 257049 12/15/18 21:30 JZT TAL PLSTotal/NA

Prep 3050B 256916 12/14/18 08:44 SUN TAL PLSTotal/NA
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Method Summary
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Method Method Description LaboratoryProtocol

SW8468081A Organochlorine Pesticides (GC) TAL PLS

SW8466010B Metals (ICP) TAL PLS

SW8463050B Preparation,  Metals TAL PLS

SW8463546 Microwave Extraction TAL PLS

Protocol References:

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

Laboratory References:

TAL PLS = TestAmerica Pleasanton, 1220 Quarry Lane, Pleasanton, CA 94566, TEL (925)484-1919
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Sample Summary
TestAmerica Job ID: 720-90277-1Client: Haley & Aldrich, Inc.

Project/Site: TCC Cochrance Limited Phase II

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

720-90277-1 HA-01-0.5 Solid 12/12/18 07:48 12/13/18 08:33

720-90277-2 HA-01-2.25 Solid 12/12/18 08:01 12/13/18 08:33

720-90277-3 HA-02-0.5 Solid 12/12/18 08:08 12/13/18 08:33

720-90277-4 HA-02-2.5 Solid 12/12/18 08:12 12/13/18 08:33

720-90277-5 HA-03-0.5 Solid 12/12/18 08:20 12/13/18 08:33

720-90277-6 HA-03-2.5 Solid 12/12/18 08:24 12/13/18 08:33

720-90277-7 HA-04-0.5 Solid 12/12/18 08:35 12/13/18 08:33

720-90277-8 HA-04-2.5 Solid 12/12/18 08:41 12/13/18 08:33

720-90277-9 HA-05-0.5 Solid 12/12/18 08:54 12/13/18 08:33

720-90277-10 HA-05-2.5 Solid 12/12/18 09:16 12/13/18 08:33

720-90277-11 HA-06-0.5 Solid 12/12/18 09:31 12/13/18 08:33

720-90277-12 HA-06-2.5 Solid 12/12/18 09:40 12/13/18 08:33

720-90277-13 HA-07-0.5 Solid 12/12/18 09:50 12/13/18 08:33

720-90277-14 HA-07-2.5 Solid 12/12/18 10:07 12/13/18 08:33

720-90277-15 HA-08-0.5 Solid 12/12/18 10:21 12/13/18 08:33

720-90277-16 HA-08-2.0 Solid 12/12/18 10:53 12/13/18 08:33

720-90277-17 HA-09-0.5 Solid 12/12/18 14:59 12/13/18 08:33

720-90277-18 HA-09-2.5 Solid 12/12/18 15:11 12/13/18 08:33

720-90277-19 HA-10-0.5 Solid 12/12/18 11:01 12/13/18 08:33

720-90277-20 HA-10-2.5 Solid 12/12/18 11:13 12/13/18 08:33

720-90277-21 HA-11-0.5 Solid 12/12/18 11:29 12/13/18 08:33

720-90277-22 HA-11-2.5 Solid 12/12/18 11:40 12/13/18 08:33

720-90277-23 HA-12-0.5 Solid 12/12/18 11:50 12/13/18 08:33

720-90277-24 HA-12-2.5 Solid 12/12/18 12:08 12/13/18 08:33

720-90277-25 HA-13-0.5 Solid 12/12/18 13:09 12/13/18 08:33

720-90277-26 HA-13-2.5 Solid 12/12/18 13:34 12/13/18 08:33

720-90277-27 HA-14-0.5 Solid 12/12/18 13:43 12/13/18 08:33

720-90277-28 HA-14-2.5 Solid 12/12/18 14:10 12/13/18 08:33

720-90277-29 HA-15-0.5 Solid 12/12/18 14:18 12/13/18 08:33

720-90277-30 HA-15-1.5 Solid 12/12/18 14:45 12/13/18 08:33

720-90277-31 HA-16-0.5 Solid 12/12/18 12:20 12/13/18 08:33

720-90277-32 HA-16-2.5 Solid 12/12/18 12:42 12/13/18 08:33

720-90277-33 HA-ST-01-0.5 Solid 12/12/18 15:22 12/13/18 08:33

720-90277-34 HA-ST-01-2.5 Solid 12/12/18 15:26 12/13/18 08:33

720-90277-35 HA-ST-02-0.5 Solid 12/12/18 15:40 12/13/18 08:33

720-90277-36 HA-ST-02-2.5 Solid 12/12/18 15:47 12/13/18 08:33

720-90277-37 HA-ST-03-0.5 Solid 12/12/18 16:12 12/13/18 08:33

720-90277-38 HA-ST-03-2.5 Solid 12/12/18 16:18 12/13/18 08:33

720-90277-39 HA-ST-04-0.5 Solid 12/12/18 15:53 12/13/18 08:33

720-90277-40 HA-ST-04-2.5 Solid 12/12/18 15:56 12/13/18 08:33

720-90277-41 HA-ST-05-0.5 Solid 12/12/18 16:00 12/13/18 08:33

720-90277-42 HA-ST-05-2.5 Solid 12/12/18 16:08 12/13/18 08:33

720-90277-43 HA-ST-06-0.5 Solid 12/12/18 16:41 12/13/18 08:33
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Login Sample Receipt Checklist

Client: Haley & Aldrich, Inc. Job Number: 720-90277-1

Login Number: 90277

Question Answer Comment

Creator: Arauz, Dennis

List Source: TestAmerica Pleasanton

List Number: 1

N/ARadioactivity wasn't checked or is </= background as measured by a survey 
meter.

N/AThe cooler's custody seal, if present, is intact.

N/ASample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

FalseCOC is filled out with all pertinent information. Refer to Job Narrative for details.

TrueIs the Field Sampler's name present on COC?

TrueThere are no discrepancies between the containers received and the COC.

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

N/ASample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.
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